Comparison of hemagglutination inhibition, serum neutralization and ELISA-PVM tests for the detection of antibodies to pneumonia virus of mice in rat sera.
Recently, the seroneutralization, hemagglutination inhibition, and the ELISA procedures were used to determine the presence of serum antibody to the pneumonia virus of mice in rat sera. This study was initiated to evaluate the reliability of these procedures to detect specific antibodies in our laboratory animal species. The results obtained indicate that: 1) the seroneutralization test is not reliable since numerous false-positive sera were detected; 2) the ELISA is more sensitive than both the seroneutralization and hemagglutination inhibition procedures, and 3) the presence of low hemagglutination inhibition titers should not be considered significant.